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 Abstract: 
 
 Most Magnetic Resonance Spectroscopy (MRS) localization methods can generate 
gradient vibrations at acoustic frequencies and/or magnetic field oscillation, which can cause 
a time-varying magnetic field superimposed onto the static one. This effect can produce 
frequency modulations of the spectral resonances. When localized MRS data are acquired 
without water suppression, the associated frequency modulations are manifested as a manifold 
of spurious peaks, called sidebands, which occur symmetrically around the water resonance. 
These sidebands can be larger than the small metabolite resonances and can present a problem 
for the quantitation of the spectra, especially at short echo times. Furthermore, the resonance 
lineshapes may be distorted if any low frequency modulations are present.  A simple solution 
is presented which consists of selecting the modulus of the acquired Free Induction Decay 
(FID) signal. Since the frequency modulations affect only the phase of the FID signal, the 
obtained real spectrum of the modulus is free from the spurious peaks where quantitative 
results may be directly obtained. Using this method, the distortions caused by the sidebands 
are removed. This is demonstrated by processing proton MRS spectra acquired without water 
suppression collected from a phantom containing metabolites at concentrations comparable to 
those in human brain and from a human subject using two different localization methods 
(PRESS and Chemical Shift Imaging PRESS-(CSI)). The results obtained illustrate the ability 
of this approach to remove the spurious peaks. The corrected spectra can then be fit 
accurately. This is confirmed by the results obtained from both the relative and the absolute 
metabolites concentrations in phantoms and in-vivo.  
 
Key Words: Magnetic resonance spectroscopy; Water suppression; Frequency modulations; 
Localized spectroscopy. 
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 1. Introduction:  
 
Acquisition of localized proton (1H) Magnetic Resonance (MR) spectra at short echo 
delay without water suppression may provide several advantages compared to those acquired 
with water suppression (1). Preserving the water line can serve as an internal reference for 
metabolite absolute concentration measurements. It can also be used for corrections of 
lineshape distortions as well as intervoxel frequency shifts adjustments (2). However, these 
localized MR spectra acquired without solvent suppression can exhibit an ensemble of 
spurious peaks added to the metabolite resonances (3). According to the literature, the origin 
of these spurious peaks, called sidebands, might be the vibrations of the gradients at acoustic 
frequencies during data acquisition (4), the oscillation of the magnetic field ( ) (5), or a 
correlation between both gradient-induced acoustic vibrations and the oscillation of the ( ) 
field (6). Either one of these fluctuations induce a time-varying magnetic field, which causes a 
time domain signal phase contamination, manifested as signal frequency modulations. The 
quantification of the data obtained may be compromised if this problem is not solved. 
Furthermore, the lineshapes of the signal components may be distorted if the frequency 
modulations occur at low frequencies. The main goal of this paper is to propose a method to 
remove the spurious peaks from the acquired data. 
B0
B0
Hurd et al have proposed an over-sampled PRESS-localized 2D J-resolved experiment 
to eliminate these distortions (3). However, this solution is time consuming and can limit the 
minimum TE possible in localized MRS techniques. A second solution, which consists of 
subtracting a pure water signal from the unsuppressed water data, has been proposed (4). This 
method may suffer from sensitivity to motion artifacts as two separate acquisitions are 
required. A number of gradient phase cycling schemes might also reduce these distortions, but 
these require at least two data acquisitions per phase cycle (5, 7). Post-processing methods 
such as the HLSVD method have been proposed (8). This approach removes only the first 
order harmonic of the sidebands, as they appear symmetric about the water resonance with an 
 3 
H
AL author m
anuscript    inserm
-00132288, version 1
anti-phase (9). The remaining higher order harmonics may overlap with signal metabolites 
with small intensities.   
To overcome the frequency modulations problem, we present a simple solution 
described as follows: Since the frequency modulations affect the phase of the Free Induction 
Decay (FID) signal, only the modulus of the FID signal is selected producing a real signal. As 
a consequence, the spurious peaks are removed from the obtained real spectrum. An 
additional benefit is that the lineshapes of the resonances can be corrected if low frequency 
modulations are present. However, as the modulus is real, the resultant spectrum is 
symmetrical. It includes a set of real metabolite peaks and a set of reflected peaks 
symmetrically located about the water resonance. Nevertheless, the metabolite resonances 
may be directly estimated from the spectrum of the modulus.  
 Here we show corrected proton phantom data and in-vivo brain spectra of a normal 
volunteer acquired without water suppression at short and long echo delay with PRESS and 
PRESS-Chemical Shift Imaging (CSI) techniques. The sidebands are removed from the 
spectra and the lineshapes of the resonances are corrected. To demonstrate that the proposed 
solution does not affect the metabolite signals and that accurate data quantitation is 
obtainable, the relative and absolute concentrations of the major metabolites, namely, NAA, 
creatine and choline of the unsuppressed water phantom and in-vivo brain data at short TE 
were estimated. The relative concentrations were compared to those obtained from data with 
water suppression. The absolute concentrations were compared to the known concentrations 
for the phantom and results from the literature for the in-vivo data, respectively. Good results 
for both relative and absolute concentrations of the metabolites were obtained from both 
phantom and in-vivo brain data.  
Theoretically, selecting the modulus should reduce the signal-to-noise (SNR) by 2 . 
This operation corresponds to selecting a real part of an FID signal. However, in practice we 
have found that the SNR is maintained and may even be increased at short TE after frequency 
demodulations. Possible reasons for the SNR increase observation are given in the results and 
discussion section. 
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 2. Frequency modulations of signals in localized MR spectroscopy: 
 
As presented elsewhere (4, 5, 6), the major source of the spurious peaks present 
throughout the spectrum at discrete frequencies is the vibration of the gradient coils at 
acoustic frequencies activated during their switching immediately prior to data acquisition 
and/or the oscillation of the magnetic field. The latter may be seen then as a superimposition 
of a time dependent magnetic field BG (t) and a static magnetic field ( ). This effect 
produces a time-varying frequency, 
B0
ωG(t), which produces spurious peaks with their 
frequencies linearly added to each metabolite resonance frequency of the signal, jω  
(j=1,…, N ), where N  is the total number of the signal resonances.   
 
( )( ))(1)( 0 tBBt GjGj +−=+ σγωω          [1] 
 
with jσ denoting the shielding constant. Under these conditions an acquired FID signal takes 
the form: 
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where Aj (t), which may be expressed by an exponential decay, and ϕ j  are the amplitude and 
the phase of the signal component s , respectively. The above equation represents frequency 
modulation of the signal induced by the term 
j
ωG(t). Due to the anti-phase of the closest 
symmetric sidebands to the water line (first harmonic) and the phased further ones (second 
harmonic), the term ωG(t) may be modeled as a sinusoid (4, 9). Furthermore, it has been 
shown that these spurious peaks are broad and their magnitudes decay as the echo time of the 
employed localization technique increases (4, 8). The term ωG(t) may be written as: 
 
( )( )G)..2sin()( GGG TTEtG etfAt +−+= φπω      [3] 
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where, GGGG  and  , , TfA φ  are the amplitude, the ringing frequency, phase and damping time 
of the gradients oscillatory vibration, respectively.   
According to Eq. [2] and Eq. [3], the term ωG(t) produces a group of symmetric peaks 
(sidebands) for each signal component. The magnitudes of these sidebands depend on the 
amplitude  as well as the amplitude GA )0,,...,1( == tNjAj  of the corresponding signal 
component. As the strength of the magnetic field BG (t) is very small compared to , the 
amplitude  is very small compared to 
B0
GA )0,,...,1( == tNjAj  and the sidebands are 
negligible in the localized proton spectra with water suppression. If however, the water 
resonance is not suppressed, the sidebands whose intensities are scaled to the water resonance 
become larger in intensity and may obscure the small metabolite signals.  Furthermore, in the 
case where  is low (  < 10 Hz), the apparent lineshape of the signal resonances may be 
distorted by the overlapping sidebands, which occur at low frequencies. As the frequency 
modulations affect only the phase of the signal, a real signal free from frequency modulations 
containing the major signal information may be obtained from the modulus.  
Gf Gf
Consider  as a noise free FID signal composed of a phased water peak and one 
phased metabolite resonance: 
s(t)
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where mmwwmw 2 and ,2),(),( πδωπδω ==tAtA  are the amplitudes and angular frequencies 
(chemical shift mw ,δδ ) of water and the metabolite, respectively. The modulus M(t ) of the 
equation above is given by: 
 
[ ] [ ]2mmww2mmww ).sin().().sin().().cos().().cos().()( ttAttAttAttAtM ωωωω +++=    [5] 
 
After some algebraic manipulations, we obtain: 
 
[ ] [ ]2m2 ).sin().()()( ttAtstM r ωΔ+=        [6] 
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where ).cos().()()( mw ttAtAtsr ωΔ+=  with mw ωωω −=Δ . Since the water amplitude is 
very large compared to the amplitude of the metabolite component, the assumption 
 holds, allowing neglecting the second term in )()( mw tAtA >> M(t ). If the water peak is on-
resonance ( 0w =ω ), the above equation may be approximated by: 
 
).cos().()()( mmw ttAtAtM ω+≈             [7] 
 
Note that in the equation above, the term ωG(t) disappears. However, as the modulus is real, 
the resultant spectrum is symmetrical about the water resonance with a real metabolite peak 
and a reflected peak symmetrically located about the water resonance. To analyze the data, the 
high field part of the spectrum may be selected and the metabolite peak as well as the on-
resonance water peak may be estimated. However, as the spectrum is real, its power is divided 
by two, the estimated peak area of the metabolite peak must be multiplied by two.  If complex 
data is required for analysis purpose and/or to avoid the power spectrum division as well as 
the symmetry of the metabolite peaks, one suggestion is to use the Hilbert Transform, which 
is a time-domain to a time-domain transformation (10) to produce as an output a complex 
signal from the input real modulus M(t ).  
 
In the general case where the signal s  contains the on-resonance water signal 
(
(t)
0w =ω ) and more than one metabolite component, which are not symmetric to the water 
resonance, the modulus is written as: 
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The two remaining terms, where the second term represents the cross-terms of the metabolite 
components, are given by: 
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 are negligible compared to the first term in M(t ), which may be approximated by its first 
term, . The spectrum of ∑−
=
+
1
1
w ).cos().()(
N
j
jj ttAtA ω M(t ) is free from sidebands and is mainly 
composed of the water signal and the symmetrical metabolite resonances. The baseline 
distortions are corrected and the signal components recover their forms in the case of low 
frequency modulations. The aliphatic part of the spectrum of M(t ) could be selected to 
quantify the water and the metabolites peaks. 
 Note that, the static field inhomogeneities, eddy currents, etc. also induce an increase 
of the overlapping peaks and distortion of the spectral baseline. They affect the modulus M(t ) 
and/or the phase Φ  in Eq. [4] by changing the form of the envelope of the signal 
components from an expected exponential decay to another form. The proposed solution 
corrects only for the frequency modulations.  
( t)
 
3. Materials and Methods  
 
Two sets of proton spectra were collected at 127 MHz on a 3T scanner with a 
maximum gradient strength of 4 gauss/cm (General Electric Medical Systems, Milwaukee, 
WI). The first set was collected from a 2.7 L spherical phantom and the second set from a 
healthy volunteer. Each data set contains data with and without water suppression acquired 
from a localized single voxel and a single slice region. PRESS and PRESS-CSI sequences 
were used to collect the single voxel and the 2D-CSI data, respectively. The single voxel in-
vivo brain data were collected from white matter. The acquisition parameters were: TR = 2 s, 
TE = 35 ms and 144 ms, 32 accumulations for the single voxel data and 1 NEX for the CSI 
data, 2x2x2 cm3 voxel size for the single voxel and 1x1.5x1.5 cm3 for the 2D-CSI, 16x16 
voxels, 24 cm FOV, 5000 Hz spectral width, and 2K points. For the in-vivo 2D-CSI data, the 
spectral width was reduced to 2000 Hz and the data length to 512 points. For the data acquired 
with water suppression three CHESS pulses were added before the sequences to suppress the 
water resonance before data acquisition. The spherical phantom consists of 50 mM potassium 
phosphate monobasic (KH2PO4), 56 mM sodium hydroxide (NaOH), 12.5 mM N-acetyl-L-
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aspartic acid (NAA), 10 mM creatine hydrate (Cr), 3 mM choline chloride (Ch), 7.5 mM 
myo-inositol (mi), 12.5 mM L-glutamic acid (monosodium salt Glu), 5 mM DL-lactic acid 
(lithium salt Lac), and 0.10 % sodium azide. The modulus of each signal was obtained in 
order to remove the sidebands from all the data collected without water suppression and an 
exponential signal apodization was performed (LB = 2 Hz) before data analysis.  As the 
magnitudes of the added sidebands are larger at short TE than longer TE (Eq. [3]), only data 
acquired at TE  = 35 ms are analyzed. Data acquired at TE = 144 ms are used to demonstrate 
that the phenomenon of sidebands appears at every TE but with magnitudes decreasing as the 
TE becomes longer. We chose to quantify data directly from the spectra of the moduli by 
using spectral fitting methods based upon the Levenberg-Marquardt algorithm available in a 
software package provided by GE (SAGE package). Only the three major metabolite peaks, 
namely, NAA, creatine and choline, were estimated along with the water peak in the 
unsuppressed water data. Absolute quantitation for the metabolites was obtained based on the 
water content of 110 M for the phantom data and 70 M for the white matter data (11). Due to 
the decay of the signal resonances during the TE interval, the amplitudes of the metabolites 
and the water peak at the origin (t = 0) were calculated based on the estimated amplitude 
values and the T1 and T2 values of the metabolites and the water given in the literature (12, 
13). For the SNR calculations, the creatine resonance was selected and the SNR was 
calculated as (creatine peak height/”rms” noise ) x 2.5. Both data without water suppression 
acquired at TE = 35 ms and 144 ms were used to compute the SNR and the width at half 
height (WHH) of the water peak before (spectrum of the original data) and after frequency 
demodulations (spectrum of the modulus of the original data). 
 
4. Results and Discussion: 
 
The single voxel spectra obtained from the phantom acquired at TE = 35 ms and TE = 
144 ms, before and after frequency demodulations, respectively, with the water peak on-
resonance ( Hz 0w =ω ) are shown in Figure 1. Note that all of the spurious peaks are removed 
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leading to a corrected baseline. As shown in Eq. [3], the magnitudes of the spurious peaks in 
the spectrum acquired at TE = 35 ms are larger than the spectrum acquired at TE = 144 ms.  
Figure 2 shows the aliphatic parts of the selected voxel spectrum obtained from the 
white matter of the 2D-CSI in-vivo data (TE = 35 ms) before and after frequency 
demodulations, respectively. The sidebands are removed from the original signal. As a 
consequence, the baseline is corrected and the metabolite resonances emerge, especially the 
NAA peak. For data without water suppression, the water peak was fit first before the 
metabolite resonances in the frequency domain using spectral fitting methods (Figs 3 and 4).  
The results of relative and absolute concentrations for both the phantom and in-vivo 
data with and without water suppression acquired at TE = 35 ms are reported in Table 1. The 
fractional mean error was calculated as follows: For relative concentration the fractional mean 
error is the mean value of the absolute differences between both the NAA/creatine and 
choline/creatine ratios and their reference values divided by the reference values. For absolute 
concentration, the fractional mean error is the mean value of the absolute differences between 
the estimated concentrations of NAA, creatine and choline, and their reference values, 
respectively, divided by the reference ones. The reference values for both relative and 
absolute concentrations in the phantom are given in bold in Table 1, whereas for the in-vivo 
data the values given in the literature (14) are taken as reference values for absolute 
concentrations and given in italic bold in Table 1. The fractional mean error of the relative 
concentration for the phantom data was 4 ± 2 % in the unsuppressed water data and decreases 
to 3 ± 1 % in the suppressed results. These errors are comparable and indicate that the 
removal of sidebands can lead to accurate quantitation. For the in-vivo data collected with 
both single voxel and 2D-CSI, the values of the NAA/creatine and choline/creatine ratios in 
the suppressed and the unsuppressed water data are also comparable and the differences 
between the unsuppressed and the suppressed water data are 0.13 and 0.07 for the 
NAA/creatine and choline/creatine ratios, respectively. For the phantom data, the calculated 
fractional mean errors of absolute concentrations for NAA, creatine and choline lead to an 
overestimation by 7 %, 10 % and 11 %, respectively. These errors are comparable to those 
published elsewhere (15). The fractional mean errors for the absolute concentration for the in-
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vivo data are as follows: taking the results obtained by Kreis et al (14) as a reference, the 
NAA resonance is overestimated by approximately 10 %, the creatine by 6 %, whereas 
choline is underestimated by 10 %.  
As shown above, the highest fractional mean error obtained for both relative and 
absolute concentrations in both data (in-vitro and in-vivo) is 11 %. These errors may arise 
from the approximation used in the modulus formula (see Eq. [7]), as well as to the 
quantitation method used, which is limited to one signal model, namely the lorentzian model. 
Other quantification methods with more flexibility on signal model may be used (15, 16). 
It is important to note that selecting the modulus makes the lineshape of the peaks 
symmetric and theoretically broader than the original ones. However, as some of the 
modulations may occur at low frequency ( <Gf  10 Hz), the resulting sideband peaks 
resonating close the metabolite peaks including the water resonance are added to the 
metabolite peaks and may make them appear broader than they should. In this case, the 
technique described here will remove all of the sidebands, which may lead to narrower 
resonances in the spectrum (Table 2).  
Selecting the modulus of an FID signal should decrease its SNR by 2 , which 
corresponds to selecting the real part of an FID. However, in this case, as the spurious peaks 
generated by the frequency modulations are added throughout the spectrum, their higher order 
harmonics at high frequencies decrease in magnitudes and may be added to the “pure” noise 
of the signal in the noise region leading to an overestimation of the “noise”, especially at short 
TE. As a consequence, the SNR may decrease in the data without water suppression before 
frequency demodulations. The use of modulus may improve the SNR because:  
i) The removal of the modulations will lead to a “purer” representation of the noise 
which should lower the estimates of the “rms” noise level;  
ii) The resulting metabolite peak in this region may be sharper since its corresponding 
sidebands due to the low frequency modulations are removed.  
The results reported in Table 2 of the calculated SNR for creatine serve to illustrate these 
hypotheses. The differences between the SNR of data without water suppression after 
frequency demodulations and before frequency demodulations are always higher at short TE 
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than longer TE. A possible explanation of this observation is that the magnitudes of spurious 
peaks are higher at short TE than long TE as stated by Eq. [3]. As a consequence, the “noise” 
corrupted by higher order harmonics of the sidebands in proton data without water 
suppression is higher at short TE than long TE. At TE = 144 ms, the SNR of the corrected 
data after the removal of the spurious peaks is still slightly better than the SNR of data before 
correction. One possible explanation for this second observation is that even if the SNR is 
reduced by 2  in the modulus, the removal of sidebands from the metabolite resonances as 
well as the noise region is still sufficient for the SNR to be slightly higher in the corrected 
spectra (after frequency demodulations) than the uncorrected ones (before frequency 
demodulations).  
A consequence of the proposed method is that if different metabolite peaks occur at 
symmetric frequencies about the water resonance in the original spectrum, they will be added 
and appear at the same frequency after selecting the modulus. Peaks with small amplitudes 
between 6 and 8 ppm have been observed in the proton spectra of brain (17). The use of the 
modulus will reflect these observed peaks in the NAA/glutamate region. However, in order to 
optimize the SNR in the acquired data, the bandwidths of the spatially selective PRESS 
sequence used in the GE scanner are centered on the creatine/choline region and set to about 
600 Hz in the spectral dimension. We have experimentally observed that using this sequence, 
the amplitudes of peaks at 6-8 ppm are attenuated by about 75 %. Thus, the effect of these 
reflected peaks on the NAA/glutamate region after selecting the modulus are probably 
insignificant. 
 
 
5. Conclusions: 
 
We have described a method for removing spurious peaks due to the frequency 
modulations induced by the gradient vibrations at acoustic frequencies in localized proton 
MRS data without suppression of water. The method is based on selecting the modulus of the 
MRS signal. The results obtained show that any baseline distortions and signal component 
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lineshape deformations caused by the presence of the spurious peaks are corrected in localized 
MRS spectra acquired without water suppression at short TE.  
We have also demonstrated that after frequency demodulations the metabolite signals 
can be fit, and their absolute concentrations can be obtained using the water peak as an 
internal reference. In the absolute quantitation we concentrated on the principal metabolite 
peaks, NAA, creatine and choline. This quantitation can be extended to other metabolites with 
smaller concentrations and closer to the water peak may be added to illustrate the feasibility 
of the approach. However, as the main target of this work is to demonstrate that selecting the 
modulus is sufficient to remove the spurious peaks and to preserve the metabolite signals, no 
attempt was made to analyze other metabolite resonances. Furthermore, the proposed method 
is independent of the acquisition parameters, especially the echo time (TE). Although the use 
of the modulus should, in principle, reduce the SNR by 2  and lead to broader resonances, in 
practice we found that the SNR is maintained or increased and the resonance linewidths are 
retained. The method is straightforward, computationally rapid, and easily implemented in the 
analysis of in-vivo single voxel and multi-voxel CSI data. 
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Figures Captions: 
 
Fig 1:  
a) The single voxel spectrum of the phantom acquired without water 
suppression using the PRESS sequence at 3T (TE=35 ms, TR =2 sec, 
2K points, and 5000 Hz). The arrows show the symmetric sidebands 
related to the water peak. 
b) The spectrum of the modulus of the signal whose spectrum is shown in 
Fig.1a. The sidebands are removed. Note the symmetry of the 
metabolite peaks about the water peak.  
c) The single voxel spectrum of the phantom acquired without water 
suppression using the PRESS sequence at 3T (TE=144 ms, TR =2 sec, 
2K points, and 5000 Hz). The arrows show the symmetric sidebands 
related to the water peak which decrease compared to those in Fig.1 a. 
d) The spectrum of the modulus of Fig. 1c. The sidebands are removed. 
 
 
Fig 2:  
a) An expansion of the aliphatic part of the spectrum of the selected voxel 
from the white matter (2D-CSI PRESS, 16x16, 1 NEX, FOV= 24 cm, 
TR = 2s, TE = 35 ms, 512 points and 2000 Hz). Note that the baseline 
shows a severe distortion, especially in the NAA region.  
b) The aliphatic part of the spectrum of Fig 2a after removal of the 
sidebands. The baseline is corrected. 
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Fig 3:  
a) The water peak from the spectrum of Fig 2b. 
b) The results obtained by fitting the water peak using spectral fitting 
methods. 
c) The difference between (a) and (b). 
 
Fig 4: 
a) The region of NAA, creatine and choline from the spectrum of Fig 3c 
after water removal. 
b) The results obtained by fitting the three peaks using spectral fitting 
methods. 
c) The difference between (a) and (b). 
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 TABLE 1: Estimated and reference relative and absolute metabolite concentrations of the 
single voxel and 2D-CSI in-vitro and in-vivo data at TE = 35 ms   
 
 
NAA/creatine Choline/creatine 
NAA 
(mmol/kg) 
creatine 
(mmol/kg) 
choline 
(mmol/kg) 
Water 
suppression 
In-vitro (SV) 
 
1.30 [1.25] 0.88 [0.90] / / / yes 
In-vitro (SV) 
 
1.20 [1.25] 0.96 [0.90] 12.8 [12.5] 10.7 [10] 3.4 [3] no 
In-vivo (SV) 
 
1.58 0.72 / / / yes 
In-vivo (SV) 
 
1.52 0.74 9.66 [8.81] 6.32 [6.33] 1.55 [1.58] no 
In-vitro (2D-
CSI) 
1.26 [1.25] 0.93 [0.90] / / / yes 
In-vitro (2D-
CSI) 
1.23 [1.25] 0.87 [0.90] 13.9 [12.5] 11.4 [10] 3.3 [3] no 
In-vivo (2D-
CSI) 
1.57 0.70 / / / yes 
In-vivo (2D-
CSI) 
1.44 0.63 9.7 [8.81] 6.73 [6.33] 1.42 [1.58] no 
Note.  The written values in bold are the reference values for the in-vitro data. The written values in italic bold 
are the reference values taken from the literature for the in-vivo white matter region (8). SV stands for 
single voxel. 
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TABLE 2: Calculated creatine SNR (peak height) and width at half height (WHH) of the 
water peak before and after frequency demodulations.  
 TE (ms) SNR (peak height)[before] 
SNR (peak 
height)[after] 
WHH (Hz) 
[before] 
WHH (Hz) 
[after] 
In-vitro (SV) 35 10/1. 14/1. 3.3 2.8 
In-vitro (SV) 144 7/1. 10/1. 3.0 2.8 
In-vitro (CSI) 35 4/1. 8/1. 3.6 2.7 
In-vitro (CSI) 144 3.5/1. 6/1. 2.7 2.7 
In-vivo (SV) 35 5/1. 6/1. 8.2 7.8 
In-vivo (SV) 144 4/1. 5/1. 7.9 7.8 
In-vivo (CSI) 35 7/1. 13/1. 8.8 7.6 
In-vivo (CSI) 144 4.5/1. 5/1. 7.8 7.6 
Note: SV stands for single voxel. Before = Data without water suppression + FT. After = Modulus of the data 
without water suppression +FT. an LB = 2 Hz was used. 
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